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SUBJECT : “F* Rack 


is Daring ies visit Bare oF tne Oxs Bene Yoel thee Seen? 
hoa lpr reg idl per recat be was examined in detail. The equip- 
cont fuvaiahed 0 Realquarters suffered from two basic faults: 


eee Mt Digh input noise levels it is not possible to zero 
DC enplifiere which drive the readout pen motors. 


&. "“Sross talk” between the 10 second and 1 minute timing 
ae ee ee re 
two signals on the readout chart 


@. Leask of any reference merks on the enplifier gain 
Se Se ne eee ee oe 


id 


2. The gubstence of these conclusions, vhich meke it ae 
te we the "F" Rack in its present form, have been relayed to R-V ar 
vecbally both by the wnlersigned soi by EE the 7" 
engineer who exemined the equipaent 


3. The °F" Rack should sot be accepted for project use until 
these faults have been cleared up. 
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